To assess the rate and type of retinal break formation in patients undergoing 23 gauge transconjunctival vitrectomy surgery for complications of proliferative diabetic retinopathy compared with 20 gauge vitrectomy surgery. Methods: Retrospective case notes review of two consecutive series of patients who had primary pars plana vitrectomy for complications of proliferative diabetic retinopathy by a single surgeon. The control group had standard 20 gauge vitrectomy surgery whilst the second group had 23 gauge transconjunctival vitrectomy surgery. Results: Eighty-five eyes were included in the 20 gauge group and 85 eyes in the 23 gauge group. The groups were well matched for surgical complexity and indications for surgery, as well as a variety of other preoperative variables. There was a significant reduction in the incidence of peripheral sclerotomy-related retinal breaks and lesions suspicious for breaks (4/85 
Introduction
Vitrectomy is a proven and effective treatment for the complications of proliferative diabetic retinopathy (PDR). However, rhegmatogenous retinal detachment after vitrectomy for PDR secondary to iatrogenic retinal breaks remains a serious problem, with reported rates ranging from 3% to 18%. 1, 2 Iatrogenic breaks have been shown to be commoner after vitrectomy for PDR compared with other indications 3 and related strongly to the complexity of the case, with rates ranging from 12% for cases with simple vitreous hemorrhage to 78% with complex fibrovascular proliferations.
Small incision transconjunctival vitrectomy (TSV) with cannulated sclerotomies has become increasingly popular, with a number of proposed advantages, including reduced postoperative discomfort and more rapid visual rehabilitation. However, concerns have been raised with regard to the occurrence of postoperative hypotony and endophthalmitis, and it has also been questioned whether narrow gauge surgery is associated with an increased rate of peripheral retinal break formation in macular surgery and a lower success rate in retinal reattachment surgery compared with 20 gauge surgery. 5, 6 These concerns are particularly relevant to vitreous surgery for PDR where retinal break formation is more common. Furthermore, the angulated scissors commonly used in conventional 20 gauge vitrectomy surgery cannot be used during narrow gauge surgery, and a change in delamination technique is required to achieve membrane removal. With any new technique it is important to evaluate any potential adverse effects. Therefore, the aim of this study was to evaluate the rate and nature of retinal breaks found during a consecutive series of patients treated with 23 gauge TSV surgery with PDR, and compare them with a similar series of patients treated by the same surgeon with 20 gauge surgery.
Methods
A consecutive series of patients who had undergone primary pars plana vitrectomy for the complications of proliferative diabetic retinopathy by one surgeon at Sunderland Eye Infirmary from July 2003 to January 2010 were prospectively identified. The cases were divided into two groups, ie, a control group treated from July 2003 to March 2006 where only conventional 20 gauge vitrectomy surgery was carried out, and a second group from July 2007 to January 2010 where only 23 gauge TSV surgery was carried out.
Patients who had vitrectomy surgery between April 2006 and June 2007 were excluded because at that time the surgeon was using a mixture of 20 gauge, 23 gauge, and 25 gauge surgery.
Twenty gauge surgeries were carried out using self-sealing 20 gauge tunnels as previously described for the Alcon Accurus system and Innovit cutter. 7 The Innovit cutter has a maximum cut rate of 1800 cuts per minute and has a 0.38 mm tip to port distance. TSV surgery was carried out using the Alcon Accurus and Constellation 23 gauge systems. The Accurus and Constellations cutters have a maximum cut rate of 2500 and 5000 cuts per minute, respectively, and their tip to port distance is 0.23 mm. A wide-angle noncontact indirect viewing system, with an inbuilt image inverter, was used in all cases.
After core vitrectomy, delamination and removal of all posterior hyaloid face and fibrovascular membrane was carried out. This was carried out primarily with the vitreous cutter alone and intravitreal scissors only if necessary. Twenty gauge horizontal or vertical scissors were used in the 20 gauge group whilst 23 gauge curved horizontal scissors (Grieshaber DSP) were used in the 23 gauge group. In none of the 23 gauge cases was a sclerotomy opened up for 20 gauge instruments. Careful inspection to detect the presence of vitreous schisis was made, and staining of residual vitreous gel using diluted triamcinolone was used routinely in all cases. Any vitreoschisis detected was peeled using the vitreous cutter and forceps as necessary.
Hemostasis was obtained using raised infusion pressure and endodiathermy as needed. The extent of fibrovascular proliferation and vitreoretinal adherence present and requiring peeling/delamination was graded according to disc areas and also classified as by Yorston et al. 2 Peripheral vitreous was removed, especially around the inner sclerotomy wounds, with deep scleral indentation.
Indirect or endolaser peripheral retinal laser photocoagulation was carried out to the peripheral retina up to the ora serrata in all eyes. A meticulous internal search using endoviewing and indentation with a noncontact wide field viewing system was performed. Retinal breaks were treated with argon laser retinopexy or cryotherapy. Sulfur hexafluoride gas or air were used as postoperative tamponade where needed. Preoperative antivascular endothelial growth factor therapy was not used in any patient.
Retinal breaks observed during vitrectomy were divided into a number of categories by their appearance, causation, and position, and carefully recorded:
• Peripheral sclerotomy-related breaks. Breaks were classified as such if they were retinal dialyses or posterior vitreous base tears within one clock hour of the sclerotomy sites. Retinal breaks in this category were further divided into definite breaks and suspicious lesions. The definition of a definite break included a clearly elevated retinal flap or distinct retinal edge confirmed during retinopexy. Lesions suspicious for breaks were classified if a distinct flap or edge could not be observed but there was some degree of retinal elevation or tufting, especially if associated with localized retinal hemorrhage.
• Other peripheral breaks mainly related to surgically induced extension or creation of a posterior vitreous detachment (PVD). Again these were categorized as definite or suspicious. • Pre-existing holes predating the surgery. These were classified as such if seen preoperatively or had signs of chronicity including a pigment ring.
• Posterior retinal breaks, created during membrane dissection or traction from membrane dissection. Phacovitrectomy was carried out in cases with visually significant cataract obscuring the operative view. Patients were followed up at one day, two weeks, and one, two, four, and six months postoperatively, and then at intervals of 2 to 6 months as needed according to clinical circumstances.
A variety of preoperative and intraoperative characteristics for the patients were recorded, including age, gender, and type and duration of diabetes. The amount of preoperative panretinal photocoagulation administered was graded as equal or more than Early Treatment Diabetic Retinopathy Study (ETDRS) full scatter, less than standard ETDRS full scatter, or no scatter. 8 
statistical analysis
The two groups were compared using nonpaired
Results
Eighty-five eyes were included in the 20 gauge group and 85 eyes in the 23 gauge group. The groups were well matched in terms of basic demographic variables ( were significantly more patients in the 20 gauge group who required the use of scissors to perform delamination. There were also significantly more patients requiring gas tamponade in the 20 gauge group. All other variables assessed between the groups were nonsignificant. The number of eyes where retinal breaks were observed is shown in Table 2 . There was a significant reduction in the incidence of sclerotomy-related breaks and lesions suspicious for breaks, as well as posterior breaks in the 23 gauge group as compared with the 20 gauge group. Two cases in the 20 gauge group had an entry site positioned for retinal dialysis and one case had a tear measuring one and a half clock hours in extent behind the entry site. There were no similar lesions in the 23 gauge group. Scleral buckling was not used in any patient. There was one patient in each group who experienced a retinal detachment postoperatively related in both cases to a posterior retinal break associated with recurrent traction. Postoperative follow-up was for a minimum of six months in all included eyes.
Discussion
The number of reported retinal breaks found during vitrectomy for PDR has consistently been higher than during vitrectomy for other indications. 3 Peripheral breaks have been described in diabetic vitrectomy, with rates ranging from 3% to 22%, 1,2,4,9-12 depending on the complexity of the surgery, with approximately 40% of these related to the sclerotomy entry sites. 3 Posterior breaks have been described in 10%-55% of cases and again vary according to the complexity of the case series.
2,4,9-11 In our 20 gauge cases, we found peripheral retinal breaks in 14% of all eyes, of which 58% were sclerotomy site in location and 14% were posterior retinal breaks. Overall 18.8% of eyes in our 20 gauge group had new retinal breaks observed during vitrectomy, similar to previous accounts.
We used a tunneled incision 20 gauge technique. Previous case series reporting retinal breaks during 20 gauge diabetic vitrectomy have all used conventional straight incision 20 gauge surgery. Reporting of rates of retinal break formation with similar tunneled techniques has been limited. 7, 13, 14 Furthermore, rates for diabetic vitrectomy have not been specifically reported, but these publications and our results suggest that the tunneled 20 gauge technique does not increase the rate of break formation compared with conventional 20 gauge surgery.
The rate of retinal break formation during TSV surgery with narrow gauge instruments and cannulated sclerotomies in diabetic vitrectomy has not been systematically described. Tan et al reported a higher rate of retinal break formation during 25 gauge vitrectomy surgery for macular hole and macular pucker relative to previous 20 gauge series, although there was no control group. 5 However, other authors have found broadly similar rates between narrow gauge and 20 gauge surgery for the same conditions. 15, 16 In a uncontrolled case series, Farouk et al reported that 14.5% of 200 eyes operated on using 25 gauge TSV for PDR had retinal breaks observed, with the rate rising to 31.5% in those requiring dissection of membranes. Park et al reported that retinal breaks were observed in 8.6% of 35 eyes operated on for vitreous hemorrhage associated with PDR using 23 gauge TSV compared with 15.2% of 66 eyes operated on using 20 gauge surgery. In this latter series, the total difference was not significant and in both these series it is uncertain if the breaks were posterior or peripheral. 17, 18 We found a lower rate of retinal break formation for both posterior and sclerotomyrelated retinal breaks in our TSV group compared with the
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retinal breaks in transconjunctival vitrectomy 20 gauge group. There are a number of possible explanations for this. TSV utilizes a cannulated entry system which may reduce vitreous base traction during instrument insertion. Indeed, Territto et al demonstrated a lower occurrence of retinal breaks located near the sclerotomy sites using a cannulated entry system in a randomized controlled trial of 77 eyes undergoing vitrectomy for a variety of indications. 19 This is particularly important in diabetic vitrectomy where instrument exchange is more frequent and scissors are often used. Oyakawa et al previously showed that most peripheral breaks in diabetic vitrectomy are sclerotomy related and commoner on the side of the surgeon's dominant hand. 20 Ramkissoon et al confirmed this, but only in cases operated on for tractional retinal detachment where more complex dissection was needed. Therefore, cannulated entry systems are of particular relevance in diabetic vitrectomy compared with vitrectomy for macular surgery, where sclerotomy located tears are less common. 3 Angled scissors commonly used for delamination with 20 gauge surgery cannot be used with cannulated entry systems, and it is likely that there is reduced traction during insertion of the straight or curved instruments used for TSV surgery. Indeed, a change of delamination technique to achieve membrane removal is required with TSV for complex dissections. The introduction of TSV coincided with advancements in vitrectomy cutter design and, in particular, a reduced cutter tip to port distance. The 20 gauge Innovit cutter used has a tip to port distance of 0.38 mm whilst the corresponding distance for the 23 gauge Accurus and Constellations cutters is 0.23 mm. This, along with the narrower profile of 23 gauge and 25 gauge, allows greater use of cutter delamination and dissection. This technique, along with a technique of bimanual cutter dissection with end gripping forceps to retract tissue whilst cutting, means that scissors are less frequently required to delaminate membranes. Indeed, in our series, scissors were used in 35% of the 20 gauge cases compared with 6% of the TSV cases, despite a similar case mix. The 23 gauge Accurus and Constellation cutters also have a higher maximum cut rate of 2500/5000 cuts per minute compared with the 20 gauge Innovit cutter which can go up to 1800 cuts per minute. Higher cut rates result in a lower volume of aspirated tissue per cut at a fixed flow and hence may reduce tissue traction which may, in turn, affect break rate. The greater use of cutter delamination may thus partly also explain the lower rate of posterior and sclerotomy-related breaks we observed with the 23 gauge TSV. Importantly, this also means it is possible that a cannulated 20 gauge system with a new generation cutter would achieve similar results.
The rate of peripheral retinal break formation located away from the sclerotomies, and related mainly to the induction and propagation of a posterior vitreous detachment, was not appreciably different between the two groups. It may be that this study was not large enough to show such a difference but it is perhaps not surprising that there was marked difference because the technique of propagation of a PVD using TSV is the same as that used during 20 gauge surgery.
There are a number of possible confounders in this study which require consideration and these will now be discussed. Firstly, it has been shown that retinal break formation in diabetic vitrectomy is related to the complexity of the case. 3, 4 Sullivan found peripheral retinal breaks in 22% of tractional retinal detachment cases compared with 13% of more straightforward vitreous hemorrhage cases. Yorston et al found that the risk of posterior retinal break formation was related to increased vitreoretinal adhesion and tractional retinal detachment at the macula, both of which were related to the complexity of dissection required. 2 Sclerotomy site breaks were also more common in younger patients. It is thus important to demonstrate that the two groups were matched as closely as possible in our series; we found no significant difference in any of the preoperative values between the two groups, and the groups were well matched in terms of surgical complexity (Table 1) . Oshima et al found a lower rate of retinal break formation with 23 gauge surgery for a series of diabetic vitrectomies as compared with 20 gauge surgery, but the 23 gauge group patients had preoperative bevacizumab administered, reducing the complexity of dissection required. 10 None of our patients in the two groups had bevacizumab either preoperatively or intraoperatively, thus avoiding this confounding factor. Secondly, it is important to consider the possibility that retinal breaks could have been missed in the TSV group. We think this is unlikely. The surgeries were performed by a single surgeon, and the same retinal inspection regime was used in both groups, with the same wide angle viewing system. As with two other series we also reported possible retinal breaks, which showed the same trend as definite breaks between the two groups of patients. 5, 21 We had two cases of postoperative retinal detachment which were related to recurrent posterior tears which reopened in known breaks that had been treated. Our rate of postoperative retinal detachment was low in both groups at 1% compared with previous reported rates of 3%-18%. 1 We had at least six months postoperative follow-up in all patients, and it is unlikely that we missed any postoperative retinal detachment. Careful internal search and treatment of all breaks and lesions which Although this study had the strength of being a single surgeon series, being retrospective the findings could potentially be affected by a number of confounders. We examined a number of preoperative factors to ensure the groups were matched, including two measures of vitreoretinal adhesion, known to be the key issue in surgical complexity of PDR cases. The groups were well matched in terms of age and vitreoretinal adhesions. Use of wide angle viewing, and other surgical techniques and equipment other than gauge, were consistent between the two groups. The period when the surgeon was changing from 20 gauge to 23 gauge TSV was specifically avoided to avoid confounding the complexity between the groups. However, it is impossible in a study of this nature to exclude a learning effect by the surgeon completely in terms of reducing retinal break formation.
In conclusion, this study suggests that TSV with cannulated entry systems and new generation cutters results in a lower rate of retinal break formation than with noncannulated 20 gauge surgery.
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